Femtosecond pulses hold great promise for high-precision tissue removal. However, ablation rates are severely limited by the need to keep average laser power low to avoid collateral damage due to heat accumulation. Furthermore, previously reported pulse energies preclude delivery in flexible fibers, hindering in vivo operation. Both of these problems can be addressed through use of groups of high-repetition-rate pulses, or bursts. Here, we report a novel fiber laser and demonstrate ultrafast burst-mode ablation of brain tissue at rates approaching 1 mm 3 /min, an order of magnitude improvement over previous reports. Burst mode operation is shown to be superior in terms of energy required and avoidance of thermal effects, compared to uniform repetition rates. These results can pave the way to in vivo operation at medically relevant speeds, delivered via flexible fibers to surgically hard-to-reach targets, or with simultaneous magnetic resonance imaging.
Introduction
Surgical potential of the laser was recognized immediately following its invention 1 . Within a year after the demonstration of the first laser, an opthalmic application has been shown, in which a detached human retina was restored 2 . While other medical applications of lasers in Continuous Wave (CW) regime such as Laser Interstitial Thermal Therapy (LITT); or in quasi CW and nanosecond to microsecond pulsed regime such as urological applications have proliferated, medical operations in which tissue is removed precisely with a laser are limited mostly to ophthalmology. This is in part due to the difficulty of preventing collateral damage to surrounding tissue during irradiation. This issue is resolved, in principle, by ablation using femtosecond pulses with low average power, typically at low (Hz or kHz) repetition rates 3 . However, this method suffers from a very low rate of ablation. While this is tolerable in ophthalmology due to the small volumes needed to be ablated 4 , it renders most tissue removal applications of lasers, including hard tissue ablation uncompetitive compared to mechanical removal techniques 5 . A straightforward way to increase the removal rate is to increase the laser repetition rate. However, the average power is also increased, resulting in significant collateral tissue damage due to accumulated heat effects.
In terms of underlying laser technology, ultrafast tissue ablation experiments have traditionally relied on solid state lasers, particularly Ti:sapphire lasers, which typically produce tens of µJ to mJ levels of pulse energies at kHz or lower repetition rates [6] [7] [8] [9] [10] . Meanwhile, medical applications of fiber lasers are emerging with major practical advantages, such as compact size, lower cost, superior robustness against environmental fluctuations that are highly desirable in a medical settings. Recently, a new operating mode of fiber lasers have been demonstrated, i.e., the burst mode operation [11] [12] [13] . In ultrafast burst-mode operation, which was invented by R. Marjoribanks, et al. 14 , bursts of pulses are generated, each burst consisting of a number of temporally closely spaced (order of 10 ns) pulses. Through the use of ultrafast pulses delivered in burst mode, a completely new interaction regime opens up that holds great potential for use of the laser as a precise scalpel for tissue removal applications, and the possibility to overcome the collateral damage and ablation rate challenges simultaneously 15, 16 . This mode of operation has already been shown to increase the ablation rate for metals 17, 18 and hard tissue, e.g. tooth samples 15, 18 , as compared to the application of pulses at a lower repetition rate. Here, we report on a novel Yb-doped fiber laser operating in the burst mode, as well as uniform repetition rate and assess the ablation performance of burst mode on soft-tissue from a medical perspective. The laser can deliver pulses with energy of 8 µJ and duration of ∼300 fs at 1030 nm. This constitutes the shortest burst-mode pulses with fiber lasers, to our knowledge. We show that burst mode operation is superior in terms of energy required, ablation speed and avoidance of thermal effects, compared to uniform repetition rates. We demonstrate heat damage-free ablation of rat brain tissue at a rate of 0.75 mm 3 /min, representing an order of magnitude improvement on previous soft-tissue ablation reports using low-repetition-rate, high-energy solid state lasers. To our knowledge, this is the first time soft-tissue is ablated with a burst mode laser. Notably, the histological studies of the burst-mode ablated areas indicate no collateral damage. Successful ablation of soft tissue using as low as few-microjoule pulse energies in the burst mode opens up the exciting possibility of using hollow-core fibers to deliver ultrafast pulses to remote parts of the body 19, 20 . With this fiber mode of delivery coupled with the substantial increase in ablation rate over previous reports, our results have potential to render ultrafast tissue processing competitive for an entirely new set of medical operations 3 .
Materials and Methods
The experimental setup is depicted in Fig. 1 . The seed pulses originate from a Yb-doped fiber oscillator operating in the all-normal dispersion regime at a repetition rate of 22.3
MHz. Mode-locking is initiated and stabilized by nonlinear polarization evolution. The oscillator generates 4-nJ (80 mW) pulses centered at 1037 nm with a spectral width of 15 nm ( Fig. 2 (a) ) and seeds a 100 m-long polarization-maintaining (PM) fiber stretcher. The seed pulses are thus stretched to 55 ps. This is followed by an in-line fiber pre-amplifier (Yb1200-6/125DC-PM, Liekki), which boosts the signal level to 500 mW. The repetition rate is either reduced to a uniform value of 200 kHz or bursts of pulses are produced at 50 kHz uniform mode and 2 bursts (4 pulses/burst) for burst mode were incident per focal spot. Fig.   3 (a) shows the light microscope image of the hydrogel lesions, created at different individual pulse energy values and compared for burst and uniform repetition rate modes.
For the tissue experiments, following extraction, the brains were sliced parallel to the coronal plane and the slice to be used was immediately placed on the processing platform.
The pulse energy was set to 3 µJ at an average power of 600 mW in the experiments. We performed raster scans over an area of 1 mm x 1 mm with line separation of 2.5 µm and scan speed of 250 mm/s and with 80% duty cycle to avoid excessive heating. The raster scan was then repeated 50 times with total exposure time of 80 s. During the experiment, NaCl solution was sprayed regularly on the samples to prevent the tissue from drying. At the beginning of the experiment and in between consecutive raster passes, the optimum focal spot was readjusted to match the surface based on brightness of the plasma generation. After irradiation, the samples were preserved in 4% paraformaldehyde solution, and then examined with a micro-CT scanner (Skyscan 1172, Bruker). Micro-CT analysis was made with 60 kV and 160 µA with 0.5 mm Al filter and at a resolution of 12 µm/pixel. Fig. 3(b) and (c) show the images of processed tissue. Histological analyses were also made on several samples.
Following fixation, the tissue samples were embedded into paraffin blocks and then cut into 5 µm slices in sagittal plane, perpendicular to tissue surface. Then, slices were examined under light microscopy (Leica, DM 5000 B) following a standard hemotoxylin eosin staining procedure.
Results and Discussion
For hydrogel experiments, it is seen that, at pulse energies exceeding 2.5 µJ, the lesions formed by burst-mode operation are continuous and uniform, whereas the lesions formed by 8 uniform repetition rate mode are not ( Fig. 3 (a) ). Given that the pulse duration, delivered fluence and average power are all identical, these results demonstrate that the cumulative effect of the pulses in a burst leads to increased ablation effectiveness. Using uniform repetition rate pulses, even at 4-5 µJ per pulse, the cuts are not continuous. Utilizing higher pulse energies results in localized melting of the hydrogel sample due to correspondingly higher average power, in addition to precluding delivery through fiber. Reducing the repetition is naturally a possibility, but also reduces the processing speed.
The depth of the lesions on brain tissue were measured to be ∼1200 µm and ∼1100 µm multiple-pass processing of rat brain tissue. This is likely due to the fact that ablation process halts after several scans over a given point and is re-initiated after re-adjustment of the focal plane, which was done manually in our experiments. The ablation speed can likely be improved substantially with an automated focusing system.
Even if the ablation depths are quite similar for both 4-pulsed burst mode and 200 kHz uniform repetition rate mode (Fig. 3 (c) ), histological analysis reveals that there exists tremendous amount of heat affected zone for 200 kHz mode ablation, as compared to 4-pulsed burst mode. 4-pulsed burst application has minimized collateral damage to the tissue. On the other hand, 200 kHz application damaged cells. Also devascularization can be seen in Fig.   4 (d) . Very little amount of tissue damage is observed in 4-pulsed burst application, which is localized to a specific area as seen in Fig. 4 (b) . This might be due to the ablation scheme and improper focus adjustment. However, there is a prominent tissue loss and damage under 200 kHz application site. Fig. 4 (a) and (c) shows the zoomed in side views of ablation craters of 3D reconstructed volumetric images of the regions processed with 4-pulsed burst and 200 kHz modes, respectively. The dashed lines show the edges of the ablation. The images were enhanced in terms of contrast, brightness and saturation in order to emphasize on the tonality difference between normal tissue and thermal damage region in Fig. 4 (c) .
The darker color in between the dashed lines and the arrows represents the heat affected zone and is in good agreement with the histological cross section of Fig. 4 (d) . This contrast might be due to 1-2% x-ray attenuation difference between normal tissue and the tissue with edema 25 .
The histological differences between the two operating modes are due to repetition rate differences and interaction regime of the laser pulses with the tissue, as reflected in different ablation efficiencies. In our experiments for both modes of operations, the scan speed was adjusted so that four pulses were delivered per spot. This corresponds to delivery of that four pulses in 200 ns and an idle period of 20 µs for burst mode and in 20 µs with the period of 5
µs for 200 kHz uniform repetition rate mode. The thermal relaxation time of biological tissues for 100 µm spot diameter and with linear absorption coefficient of 1000 cm −1 is in the order of 100 µs for a pulse duration of 1µs 26 . However, in our case, the interaction regime is totally different, therefore, linear absorption has very little effect on ablation, whereas, absorbed energy density is expected to be trapped in a much more shallower region 27 . Besides, during a burst, incoming pulse is expected to be delivered on denser plasma at a higher temperature because of 50 ns time separation between consecutive pulses, which will increase the efficacy of that pulse and cause quasi-continuous material ejection. On the other hand, for 200 kHz uniform repetition rate mode, since the separation between pulses is 5 µs, the effect of the incoming pulse will be much less and the residual heat caused by the previous pulse would already be transferred to the deeper regions. In other words, incoming pulse spends most of its energy to re-heating of the surface rather than delivering it to the plasma. Considering these, the relaxation time could be between 5 µs and 20 µs.
Our results were achieved with a low pulse energy of 3 µJ, which paves the way toward photonic crystal fiber-delivery of the pulses to which will enable to reach remote parts of the body. Fiber delivery can further enable combination of tissue processing with simultaneous magnetic resonance imaging (MRI) to be used for precise tissue removal or functional MRI studies. Another advantage of lower pulse energies is to minimize cavitation bubble formation 7 .
Conclusion
In conclusion, we report the first successful application of burst-mode femtosecond pulses to soft tissue using a unique fiber laser. The custom-developed fiber laser can operate either in uniform repetition rate pulse or ultrafast burst-mode regimes. We have then applied this laser to ablation of rat brain tissue, achieving ablation rates of 0.75 mm 3 /min using the burst mode. Histological analysis confirmed that there was no discernible heat-induced damage in the surrounding area of the processed tissue. In contrast, histological analysis shows that the uniform repetition rate of operation of the laser under otherwise identical conditions resulted in substantial heat-induced damage. The burst-mode results represent nearly an order of magnitude improvement on previously reported ablation rates of brain tissue using solid-state lasers 24 . The fiber laser parameters and burst-mode operation explored in this work appear to be well-suited to a variety of medical applications including neurosurgery and ophthalmology 7, 9, 28 . Applications of the present laser system to femtosecond cataract surgery is currently underway in our laboratory; preliminary results indicate that the required pulse energy is reduced for the burst mode, which is expected to reduce complications 15, 29, 30 . While the laser system is capable of generating 8-µJ, 300-fs pulses in both regimes, high-rate and non-thermal ablation could be achieved with pulse energies as low as 3 µJ in the burst mode operation. This energy level is low enough that delivery within a flexible, singlemode, hollowcore fiber becomes a possibility as demonstrated recently for uniform repetition rate pulses in Ref. 20 . Many exciting future developments, which can benefit from ultrafast burst-mode laser technology, can be envisioned considering possibility of delivery via hollow-core fibers, paving the way for delivery to otherwise inaccessible areas inside hollow-core fibers. Fiber delivery from a distant laser would allow operation inside magnetic resonance imaging (MRI) systems, opening up entirely new vistas for MRI-guided delivery and processing of soft tissue at medically relevant speeds, which is to date restricted to laser-induced thermotherapy 31 .
Recently, deep brain imaging via three photon microscopy requires pulse energies approaching 100 nJ 32 . However, live brain imaging requires multi-MHz repetition rates to avoid signal distortion due to, e.g., blood flow. High repetition rates within the burst mode would allow high-speed signal acquisition, while average power can be kept arbitrarily low by adjustment of the duty cycle. Various other biomedical applications can benefit similarly, ranging from two-photon optogenetics 33, 34 , to even in-vivo bioscaffold fabrication 35, 36 .
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